CHAPTER III
APPARATUS FOR GAS ANALYSIS WITH WATER
AS THE CONFINING LIQUID
A,   GAS BUBETTES
1.   The Simple Gas Burette (Fig. 27)
TBCIS consists of two glass tubes, A and I?, which
are set in iron feet and are connected by a thin rub-
ber tube about 120 cm. long. To facilitate the clean-
ing of the burette the rubber tube is divided in the
middle and the two ends joined by a piece of
tubing.
Inside the feet the tubes A and B are bent at right
angles and conically drawn out. The end projecting
from the iron is of about 4 mm. external diameter
and is somewhat corrugated, so that a rubber tuba
may be tightly fastened to it by wire ligatures.
The measuring tube A ends at the top in a capil-
lary tube 0 of from | to 1 mm. internal diameter
and about 8 cm. long. Over this a short piece of
new black rubber tubing is wired on. The rubber
tube is.closed, in a completely satisfactory manner, by
a Molar pinchcock which is put on close to the end of
the capillary. The author at first closed the
with a glass stopcock, but experience has shown it to
be much easier to make tight connections with rubber
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